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PRESTOMA:

1. Product Description

PrestoMed Light-Cured Nano Hybrid

Flowable Composite is designed to provide

high strength, wear resistance, and excellent

adaptability. Its flowable consistency enables

easy placement and precise adaptation into

intricate cavity areas while maintaining

aesthetic performance.

2. Composition

« Bisphenol A Glycidyl Methacrylate (Bis-
GMA)

* Urethane Dimethacrylate (UDMA)

* Triethylene Glycol Dimethacrylate
(TEGDMA)

3.Intended Use

PrestoMed Light-Cured Nano Hybrid Flowable
Composite is intended for professional dental
use as a light-cured composite material for direct
restorative procedures in anterior and posterior
teeth.

4. Indications for Use
» Class Vrestorations (cervical lesions)

« Treatment of root erosion and wedge-
shaped defects

+ Anteriorrestorations (Class Il and |V)
+ Small posterior restorations

« Repair of composite and ceramic
restorations

« Block-out of undercuts

- Adhesive cementation of composite and
ceramic restorations

5. Instructions for Use

1.Prepare and clean the cavity according to

standard clinical procedures.

2.Apply a suitable bonding agent as per
manufacturer's instructions.

3.Dispense PrestoMed Light-Cured Nano
Hybrid Flowable Composite directly into the
cavity using the applicator tip.

4, Shape and contour using appropriate dental
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instruments.

5.Apply in increments not exceeding 2 mm
thickness.

6. Light cure each increment for approximately 40
seconds using a standard curing unit.

7. Finish and polish as required.

Important:
* Donotreuse dispensed material.
* Do not return unused material to the syringe.
6. Warnings
« Avoid contact with skin, eyes, and soft tissues.
* Donotingestorinhale vapors.
Possible Effects:

« May cause irritation, burns, or hypersensitivity
reactions.

First Aid Measures:

« Skin: Clean immediately and wash with soap
and water.
+ Eyes: Rinse thoroughly with water and seek

medical attention.
Discontinue use if allergic reaction occurs.
7. Precautions

* Do not use in conjunction with eugenol-
containing materials, as they may interfere with
polymerization.

* Protect the material from exposure to heat and
ambient light to prevent premature curing.

» Maintain properisolation during application.
8. Storage Conditions
+ Store between 10°C and 24°C (50°F — 75°F)
+ Keep syringe tightly closed after use
« Protect from direct sunlight and moisture
= Storeina cool, dry place
9. Shelf Life

2 years from the date of manufacture when stored
under recommended conditions.

10. Packaging

« 2x2gsyringe

= 10 x applicator tips
12. Disposal

Dispose of in accordance with local regulations
applicable in the country of use
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